@ VAPEP

Sample Statistical Summary

MAPEP-13-RdV28

Mixed Analyte
Performance Evaluation Program

Grand)  Std Ref  Ref Acceptance
Analyte T AQ) Mean Dev  Value Unc Range

Inorganic Units: (ug/sample)
Uranium-235 3 0.0013 0.0002 0.0009 - 0.0017
Uranium-238 3 0.18 0.03 0.13-0.23
Uranium-Total 3 2 0.18 0.03 0.13-0.23

Grand)  Std Ref  Ref Acceptance
Analyte T AQ) Mean Dev  Value Unc Range

Radiological Units: (Bg/sample)
Americium-241 38 28 0.133 0.018 0.140 0.003 0.098 - 0.182
Cesium-134 46 45 False Positive Test
Cesium-137 64 58 6.99 0.81 6.87 0.12 4.81-8.93
Cobalt-57 64 55 883 1.05 8.68 0.22 6.08 - 11.28
Cobalt-60 64 56 587 0.57 5.85 0.09 4.10-7.61
Manganese-54 46 46 False Positive Test
Plutonium-238 31 23 0.109 0.011  0.110 0.002 0.077 - 0.143
Plutonium-239/240 31 23 0.119 0.011  0.123 0.003 0.086 - 0.160
Strontium-90 27 25 146 0.16 1.64 0.04 1.15-2.13
Uranium-234/233 26 19  0.0063 0.0055 0.0038 0.0005 Sensitivity Evalutation
Uranium-238 28 20 0.0044 0.0045 0.0022 0.0004 Sensitivity Evalutation
Zinc-65 64 56 6.49 0.70 6.25 0.17 4.38-8.13
Note: (1) T = Total number of laboratories reporting analyte.

(2) A = Number of laboratories with 'Acceptable’ performance.
(3) Mean excludes values derived as total metals and values indicated as "Not

Acceptable".

Other Flags:

A = Result acceptable Bias <=20%

W = Result acceptable with warning 20% < Bias < 30%

N = Result not acceptable Bias > 30%

L = Uncertainty potentially too low (for information purposes only)

H = Uncertainty potentially too high (for information purposes only)
RW = Report Warning NR = Not Reported
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